[Atypical obstruction during a hemodialysis catheter replacement].
We followed a 60-year-old woman in our department for a vascular chronic kidney disease. The peritoneal dialysis was stopped because of a Candida albicans catheter infection. As the patient refused the arterio-venous fistula creation, we have placed a central venous catheter (Medcomp 32cm). Because the instability of the cuff, we decided to remove and change it by another one (Quinton 40cm). The discovery of an important cylindrical calcification has complicated the manipulation requiring tranquility and agility. The finding of a massive calcification is uncommon and confirms the major risk of calcification in chronic kidney disease patients.